Highly-effective piezoceramic materials for ultrasonic diagnostic medical equipment.
This paper reviews the major regularities allowing a purposeful search of the materials with the best properties. Discussed are the most important parameters of the materials, type RPC (Rostov piezoceramic) of various purposes. Particular attention is attached to the issues of creation and investigation of the materials intended for ultrasonic diagnostic equipment.